[Characteristics of the use of the pulse system in artificial circulation units].
The artificial heart substitution units can not secure well-regulated blood circulation process to provide normal functioning of the heart yet. It is possible to widen the area of the adequate pulsing flow and to simplify both the regulation process and the process of maintaining of fed-in-data of the minute blood circulation volume, using the faster drive and formation of the engine speed-up-breaking curve with the help of the control system.